
(Apply to Doc. No. 06EN003291 Rev. A and 06EN003376 Rev. -)                                                              1 Model ST98 Series

FLUID COMPONENTS INTERNATIONAL LLC ERRATA 17EN000041 Rev. -

Due to ATEX approval requirements, remote ST98 units with a local probe enclosure will have a 1"NPT conduit
port not a ¾” NPT reducer as indicated on the outline dimensional drawings.


